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************** 
. •

NAME:

EVENT: DEITH/E *DATE OF

40-00 K46 P0239 (NEW) 371109

700954

*CASE NO.: 40-010 *SAMPLE NO.: K46

EVENT: 470429 *LAB NO.: 1363

TYPE :BO SAMPLE DESCRIPTION: FEMRTDIST

ITEM UNIT ----------ANALYSIS NUMBER -•
1

1. SAMPLE SUB-NUMBER K46

2. METHOD AID

3. DATE REQUESTED 750801

4. DATE ANALYZED. 770817

5. SAMPLE SIZE GMA 0.204

6. ALIQUOT (FRACTION) 1.000

7. SAMPLE SIZE MEASURED GMA 0.204

8. 242 PU SPIKE DPM 47.800

9. STD. ERROR OF' ITEM 8 DPM 0.250
10. 242 PU SAMPLE COUNTS CTS 59500

11, 239 PU SAMPLE COUNTS CTS 14970

12. 239 PU IN SAMPLE PCI 5.418

13. STD. BRROR(COUNTS+SYS) PCI 5.707E-02

14. CONCENTRATION 239P0 PCl/GMA 26.506

15. STD. ERROR(CliT+SYS) PCl/GMA 0.279

16. REFERENCES-CHR DOCS. RC95R0

******************************************

* RESULTS: AT TIME OF FIRST MEASUREMENT *
******************************************

1. PU CONCENTRATION OR RATE(WTD. MEAN)

2. STD.ERROR(EITERNAL)

3. STD. ERROR(INTERNAL)

4. VARIANCE RATIO,F
5. FRACTIONAL STD. ERROR

6. PU (MEAN) IN ALIQ #1 :

*****************************

* RESULTS: AT TIME OF EVENT *
41****************************

26.506 PCl/GMA
0.000 PCl/GMA
0.279 PCl/GMA
0.000
0.0105

5.418 + 0.057 PCI RECEIVED CHR

PU CONCENTRATION OR RATE: 26.529 +

ANALYZED BY: BO CHECKED:

COMMENTS AND REFERENCES:

NOV 2 919T7.

RECORDS ROOM

0.279 PCl/GMA
,EAG

REVIEWED BY/DATE: di//17/

TO (Bt/DATE): CHR FILE: SR FORM: SA CARD: CHEM FILE:_

CHR FORM 10/14/77(HFL)
0 0 0 3 8 1



•

40-010-X47 P0239 (NEW) 771109

239PU (PLUTONIUM- .
**************

• NAME:- - *CASE NO.: 40-010 *SAMPLE NO.: K47

EVENT: DEATH/E *DATE OF EVENT: 470429 *LAB NO.: 1364

TYPE :BO SAMPLE DESCRIPTION: FEMRTCOND MEDIAL CONDYLE

1.
2.
3.

ITEM

SAMPLE SUB-NUMBER
METHOD
DATE REQUESTED

UNIT

4. DATE ANALYZED
5. SAMPLE SIZE GMA
6. ALIQUOT (FRACTION)
7. SAMPLE SIZE MEASURED GRA
8. 242 PU SPIKE DPM
9. STD. ERROR OF ITEM 8 DPM
10. 242 PU SAMPLE COUNTS CTS
11. 239 PG SAMPLE COUNTS CTS
12. 239 PU IN SAMPLE PCI
13. STD. ERROR(COUNTS+SYS) PCI
14. CONCENTRATION 239PU PCl/GMA0 15.
16.

STD. ERROR(CNT+SYS) PCl/GMA
REFERENCES-CHR DOCS.

 ANALYSIS NUMBER
1

K47
AID

750801
770816
11.754
0.010
0.118

47.800
0.250
11426
2609
4.917
0.110

41.834
0.934

RC95110

******************************************

* RESULTS: AT TIME OF FIRST MEASUREMENT *
******************************************

'1. PU CONCENTRATION OR RATE(VTD. MEAN)
2. STD.ERROR(EITERNAL)
3. STD. ERROR (INTERNAL)
4. VARIANCE RATIO,F
5. FRACTIONAL STD. ERROR

6. PU (MEAN) IN ALIQ #1 :

*****************************
* RESULTS:. AT TIME OF EVENT *
*****************************

4.917 +

PU CONCENTRATION OR RATE: 41.870 +
RDoz

ANALYZED BY: RO CHECKED: 11-10-77/ 

COMMENTS AND REFERENCES; 

41.834 PCl/GMA
0.000 PCl/GNA
0.934 PCl/GMA
0.000
0.0223

0.110 PCI
RECEIVED' CHI?

NOV 2 9 1977.

RECORDS RUuM

0.935 PCl/GMA

REVIEWED BY/DATE:__ //////19_ 

(2) TO (BY/DATE): CHR FILE: SR FORE: SA CARD: _ CHEM FILE: 

CHR FORM 10/14/77(HFL)

0 0 0 3 4 8 2



DETAILED RESULTS: 40-010 m50 PU239 (NEM_771117

239PU (PLUTONIUM.,
**************

NAME:

EVENT: DEATH/E

. TYPE :BO

Q.

*CASE NO.: 40-010 *SAMPLE NO.: K50

*DATE OF EVENT: 470429

SAMPLE DESCRIPTION: FEMLTHD

ITEM UNIT

1.
2.

SAMPLE SUB-NUMBER
METHOD

1

K50A
AID

3. DATE REQUESTED 750801
4. DATE ANALYZED 770706

5. SAMPLE SIZE GMA 0.107

6. ALIQUOT (FRACTION) 0.200
7. SAMPLE SIZE MEASURED GMA 2.146E-02

8. 242 PU SPIKE DPM 50.530
9. STD. ERROR OF ITEM 8 DPM 0.170
10. 242 PU SAMPLE COUNTS CTS 6330
11. 239 PO SAMPLE COUNTS CTS 2121
12. 239 PU IN SAMPLE PCI 7.627
13. STD. ERROR(COUNTS+SYS) PCI 0.193
14. CONCENTRATION 239PU PCl/GMA 355.427

15. STD. ERBOB(CNT+SYS) PCl/GMA 8.997

16. REFERENCES-CHR DOCS. RC96R0

******************************************

* RESULTS: AT TIME OF FIRST MEASUREMENT *
******************************************

1. PO CONCENTRATION OR RATE(WTD. MEAN)
2. STD.ERROR(EITERNAL)
3. STD. ERROR(INTERNAL)
4. VARIANCE RATIO,F
5. FRACTIONAL STD. ERROR

6. PU (MEAN) IN ALIQ #1 :

*****************************
* RESULTS: AT TIME OP EVENT *
*******•*********************

PU CONCENTRATION OR RATE:

7.627 +

355.733 +

ANALYZED BY: RO CHECKED:  Rt, 

COMAENTS AND REFERENCES:

*LAB NO.: 1847

ANALYSIS NUMBER

355.427 PCl/GMA
0.000 PCl/GMA
8.997 PCl/GMA
0.000
0.0253

0.193 PCI

9.005 PCl/GMA

RECEIVED CHR

NOv 2 91977

RECORDS ROOM

j1
-

REVIEWED BY/DATE:_jine/-11

(2)
TO (BY/DATE) : CHR FILE: SR FORM: SA CARD: CHEM FILE: 

CHB FORM 10/14/77(HFL)

0003483



DETAILED RESULTS:
40-01 K51 PU239 (NEW) 780608

0

0

239PU (PLUTONIUM).
**************

NAME: *CASE NO.: 40-010 *SAMPLE NO.: K51

EVENT: DEATH/E *DATE OF EVENT: 470429

TYPE :BO SAMPLE DESCRIPTION: FEMLTTROC

ITEM UNIT

1. SAMPLE SUB-NUMBER

2. METHOD
3. DATE REQUESTED

4. DATE ANALYZED

5. SAMPLE SIZE GSA

6. ALIQUOT (FRACTION)

7. SAMPLE SIZE MEASURED GMA

8. 242 PU SPIKE DPM

9. STD. ERROR OF ITEM 8 DPM

10. 242 PU SAMPLE COUNTS CTS

11. 239 PU SAMPLE COUNTS CTS

12. 239 PU IN SAMPLE PCI

13. STD. EBROR(COUNTS+SYS) PCI

14. CONCENTRATION 239PU PCl/GMA

15. STD. ERROR(CNT+SYS) PCl/GMA

16. REFERENCES-CHB DOCS.

*LAB NO.: 1848

ANALYSIS NUMBER
1

K51
CRI

750801
770706
0.202
1.000
0.202
50.530
0.170
7050
9285

29.980
0.484

148.491
2.398
RC96R0

******************************************

* RESULTS: AT TIME OF FIRST MEASUREMENT *
******************************************

1. PU CONCENTRATION OR RATE(WTD. MEAN)

2. STD.ERBOR(EXTERNAL)

3. STD. ERROR(INTERNAL)

4. VARIANCE RATIO,P

5. FRACTIONAL STD. ERROR

6. PU (MEAN) IN ALIQ Al : 29.980_+

*****************************

* RESULTS: AT TIME OF EVENT *
**/#1.0410,***********************

PU CONCENTRATION OR BATE: 148.619

Ripe,
ANALYZED BY: RO CHECKED:  10/1,[2L

COMMENTS AND REFERENCES.

TO (BY/DATE) : CSR FILE: SR FORM: SA CARD: CHEM FILE:

CHB FORM 10/14/77 (HFL)

148.491
0.000
2.398
0.000
0.0162

PCl/GMA
PCI/GMA
PCl/GMA

0.484 PCI

2.400 PCl/GMA
JR.R

REVIEWED BY/DATE:___kala_

RECEIVED.

— JUL 3 '78

rHp pernpne:

0003484


